
Alloy/PMI Getting Started Guide

(1) Check your instrument window:  Is the correct window installed?  
Is it intact?  Clean it with an alcohol/wet wipe. 

(2) Check your Grade Match Settings (right).  10-2-2 is recommended.
(3) Check your Method Display Settings (bottom right).
(4) Check your Element Order (back).
(5) Are you testing aluminum alloys.  Set your test times accordingly 

(below).
(6) Confirm that your collimator is turned off (back).
(7) User Factors should be turned off (set to None).

Be sure to use a version of the 
“QuickSort” grade library

Optional

SmartSort is 
your friend.

Standard Beam Settings M-Series for Aluminum C-Series for Aluminum

Optional

No analytical significance; 
1 or 2 suggested

(FRONT)

M-Series: 
Prolene

C-Series: 
Kapton Mesh

L-Series: Kapton 
(“Kap 50”)

Use the “Residuals (Tramp)” 
residual library



(BACK)

Alloy/PMI Getting Started Guide
Sort display by custom 

Element Order

Decreasing concentration or 
increasing atomic number 

works well for Al alloys

Collimation OFF Collimation ON

Toggle 
Cameras

Leave the collimator off, unless specifically 
needed.  [Not present on all instruments.] How to Edit a Grade Library 

Specification for Vanta XRF Analyzers

What Does “No Match” Mean?

Additional Online Resources:

Test Times for Alloy Analysis and 

SmartSort on the Vanta Analyzer

How to Configure Alloy Grade Match 

Settings on the Vanta Analyzer

https://www.youtube.com/watch?v=KL6L652bePQ&list=PLmZwt9w9fNUKwQQCr9bBUl1cMsS0-W0kx&index=2
https://www.youtube.com/watch?v=KL6L652bePQ&list=PLmZwt9w9fNUKwQQCr9bBUl1cMsS0-W0kx&index=2
https://www.youtube.com/watch?v=IsUngrjE6O4&list=PLmZwt9w9fNUKwQQCr9bBUl1cMsS0-W0kx&index=25
https://www.youtube.com/watch?v=Xd5nPKkEtx8&list=PLmZwt9w9fNUKwQQCr9bBUl1cMsS0-W0kx&index=5
https://www.youtube.com/watch?v=Vva1jc5twYk&list=PLmZwt9w9fNUKwQQCr9bBUl1cMsS0-W0kx&index=6
https://www.youtube.com/watch?v=Vva1jc5twYk&list=PLmZwt9w9fNUKwQQCr9bBUl1cMsS0-W0kx&index=6
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